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Dear Ms. Boyle:

We have reviewed your Section 5 10(k) premarket notification of intent to market the device
referenced above and have determined the device is substantially equivalent (for the indications
for use stated in the enclosure) to legally marketed predicate devices marketed in interstate
commerce prior to May 28, 1976, the enactment date of the Medical Device Amendments, or to
devices that have been reclassified in accordance with the provisions of the Federal Food. Drug,
and Cosmetic Act (Act) that do not require approval of a premarket approval application (PMA).
You may, therefore, market the device, subject to the general controls provisions of the Act. The
general controls provisions of the Act include requirements for annual registration. listing of
devices, good manufacturing practice, labeling, and prohibitions against misbranding and
adulteration. Please note: CDRH does not evaluate information related to contract liability
warranties. We remind you, however, that device labeling must be truthful and not misleading.

If your device is classified (see above) into either class 11 (Special Controls) or class Ill (PMA).
it may be subject to additional controls. Existing major regulations affecting your device can be
found in the Code of Federal Regulations, Title 21, Parts 800 to 898. In addition. FDA may
publish further announcements concerning your device in the Federal Register.

Please be advised that FDA's issuance of a substantial equivalence determination does not mean
that FDA has made a determination that your device complies with other requirements of the Act
or any Federal statutes and regulations administered by other Federal agencies. You must
comply with all the Act's requirements, including, but not limited to: registration and listing (2 1
CER Part 807); labeling (2 1 CFR Part 80 1); medical device reporting (reporting of medical
device-related adverse events) (21 CFR 803); good manufacturing practice requirements as set
forth in the quality systems (QS) regulation (21 CFR Part 820); and if applicable. the electronic
product radiation control provisions (Sections 53 1-542 of the Act); 2 1 CFR 1000- 1050.
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If you desire specific advice for your device on our labeling regulIat ion (21 CFR Part 801), please
contact the Division of Small Manufacturers, International and Consumer Assistance at its toll-
free number (800) 638-2041 or (301) 796-7100 or at its Internet address
littn://Nw"w.f'da.Lov/MedlicalDeviccs/ResouirccsrorYoti/Ilnd~tirv/debaiilt.hitm. Also, please note
the regulation entitled, 'Misbranding by reference to premarket notification" (2 1 CF-R Part
807.97). For questions regarding the reporting of adverse events under the MDR regulation (2 1
CFR Pant 803), please go to
http)://www.fda.,_ov/Medical Devices/Safetv/ReportaProblemi/defaLult.htrn for the CDRH's Office
of Surveillance and Biometrics/Division of Postmarket Surveillance.

You may obtain other general information on your responsibilities under the Act from the
Division of Small Manufacturers. International and Consumer Assistance at its toll-free number
(800) 638 2041 or (301) 796-7 100 or at its Internet address

Sincerely yours.

for
Janine M. Morris,
Director, Division of Radiological Health
Office of In Vitro Diagnostics
and Radiological H-ealth

Center for Devices and Radiological Health

Enclosure



Indications for Use

5 10(k) Number (if known): Kl323l6

Device Name: MultiView

MultiView is a software application that is intended for use in processing. manipulating. and
displaying magnetic resonance imaging (MRI) images as well as other multi-modality DICOM
medical images and data that it receives from various sources (e.g. CT. US. secondary capture
devices, scanners, imaging sources. and imaging gateways).

MultiView provides various image processing and measurement tools to facilitate the
interpretation of breast MRI images and enable diagnosis. These computer-aided and/or user-
defined processing functions include artifact minimization, image subtractions, multi-planar
reformats, and maximum intensity projections. It also includes the following automatic
functions: physiological analysis tools, diffusion analysis, and segmenting of lesions. Multi View
also provides tools for automated targeting for breast interventional procedures.

Lossy compressed mamnmographic images and digitized film screen images must not be
reviewed for primary image interpretations. Mammographic images may only be interpreted
using an FDA cleared monitor that meets technical specifications reviewed and accepted by the
FDA.

MultiView is typically used by trained professionals. including radiologists, technologists and
clinicians and may provide information to be used for screening, diagnostic and interventional
procedures. Patient management decisions should not be made solely on the results of
MultiView analysis.

Prescription Use X AND/OR Over-The-Counter Use ___

(Part 21 CER 801 Subpart D) (21 CFR 801 Subpart C)
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